[Normal values for regional cerebral blood flow using the 133Xe-inhalation method].
Using the 32-detector system and the inhalation method after W. Obrist, the authors determined normal values of the regional cerebral blood flow (RCB) in 20 healthy subjects. The method demonstrated good reproducibility which warrants its wide clinical application for RCB determination for studying the pathogenetic mechanisms of cerebral blood flow changes.